
0.1% EtOH 25L 
Lot# 08-01-100 
Prepared 07/19/2007 Expires 07/19/2008 

0.0973 
0.0981 
0.1002 
0.1007 
0.1013 
0.0982 
0.101 

Mean 
Std Dev 

0.1003 
0.0012 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/17/2007 
Bound File Name = Sim081407.0001 .RAW 
Sample Name = CCS 
Date Taken = 8/14/2007 2:16:58 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak 
Number (min) Name 

Today's Time = 8:47:40 AM 

VDH Headspace Alcohol 

Calibration Version = 1101 

Area Amount Headspace 
% WTA/OL Conversion 

1 1.38 Acetaldehyde 06286 
3 1.95 Ethanol 410925 
5 2.75 t-Butanol 1666640 
6 3.30 n-Propanol 1899546 

<0.005 
0.0865 
1.0116 
1.0000 

0.0005 
0.0706 
0.8257 
0.8162 
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1.51 
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2.74 
3.30 

Methanol 
Ethanol 
Acetone 
t-Butanol 
n-Propanol 

21249 
582276 

05556 
1689548 
1952359 

Today's Time = 8:47:43 AM 

VDH Headspace Alcohol 

Calibration Version = 1101 

Amount Headspace 
% WTA/OL Conversion 

O0064" 0.0078 
0.1193 
<0.005 
0.9978 
1.0000 

0.0973 
0.0002 
0.8144 
0.8162 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/17/2007 
Bound File Name = Sim081407.0003.RAW 
Sample Name = 0.10% Sim 
Date Taken = 8/14/2007 2:46:49 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 
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Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 8:47:45 AM 

VDH Headspace Alcohol 

Calibration Version = 1101 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
5 
6 

1.51 
1.95 
2.74 
3.30 

Methanol 
Ethanol 
t-Butanol 
n-Propanol 

21234 
581778 

1690575 
1935751 

0.0079 0.0064 
0.1202 0.0981 
1.0069 0.8219 
1.0000 0.8162 
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Chrom Perfect Chromatogram Report 

1000 -

8 0 0 -

6 0 0 -

4 0 0 -

pj 

2 0 0 -

_ CO 

OH 
, , , , , 1 • i ' i— 

1.0 1.5 2.0 2.5 3.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/17/2007 
Bound File Name = Sim081407.0005.RAW 
Sample Name = 0.10% Sim 
Date Taken = 8/14/2007 3:16:51 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak Area 
Number (min) Name 

3.5 4.0 4.5 5.0 

Today's Time = 8:47:50 AM 

VDH Headspace Alcohol 

Calibration Version = 1101 

Amount 
% WTA/OL 

Headspace 
Conversion 

2 1.50 Methanol 18445 
3 1.95 Ethanol 585529 
5 2.74 t-Butanol 1639266 
6 3.30 n-Propanol 1898700 

0.0070 
0.1233 
0.9954 
1.0000 

0.0057 
0.1007 
0.8125 
0.8162 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/17/2007 
Bound File Name = Sim081407.0006.RAW 
Sample Name = 0.10% Sim 
Date Taken = 8/14/2007 3:31:51 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak 

2.5 3.0 3.5 4.0 4.5 5.0 

Area 
Number (min) Name 

Today's Time = 8:47:52 AM 

VDH Headspace Alcohol 

Calibration Version = 1101 

Amount Headspace 
% WTA/OL Conversion 

2 1.50 Methanol 17781 
3 1.95 Ethanol 596031 
5 2.74 t-Butanol 1663129 
6 3.30 n-Propanol 1920930 

0.0066 0.0054 
0.1241 0.1013 
0.9982 0.8148 
1.0000 0.8162 
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Bound File Name = Sim081407.0007.RAW 
Sample Name = 0.10% Sim 
Date Taken = 8/14/2007 3:46:58 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 8:47:55 AM 

VDH Headspace Alcohol 

Calibration Version = 1101 

Area 
Number (min) Name 

Amount 
% WTA/OL 

2 1.51 Methanol 
3 1.94 Ethanol 
5 2.74 t-Butanol 
6 3.30 n-Propanol 

19336 
591719 

1678251 
1966601 

0.0070 
0.1203 
0.9839 
1.0000 
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a005T 
0.0982 
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Method file = simsoln.met 
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Peak Ret Time Peak 
Number (min) Name 

5.0 

Today's Time = 8:47:57 AM 

VDH Headspace Alcohol 

Calibration Version = 1101 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 1.50 Methanol 16562 
3 1.94 Ethanol 588900 
5 2.74 t-Butanol 1636725 
6 3.30 n-Propanol 1902129 

0.0062 
0.1238 
0.9921 
1.0000 

0.0051 
0.1010 
0.8097 
0.8162 
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Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 8:48:00 AM 

VDH Headspace Alcohol 

Calibration Version = 1101 

Peak 
Number 

2 
3 
4 
5 
6 

Ret Time 
(min) 
1.50 
1.94 
2.24 
2.74 
3.30 

Peak 
Name 

Area 

Methanol 
Ethanol 
Acetone 
t-Butanol 
n-Propanol 

18255 
448450 

07791 
1712074 
1976263 

Amount 
% WTA/OL 

Headspace 
Conversion 

0.0066 
0.0907 
<0.005 
0.9988 
1.0000 

0.0054 
0.0741 
0.0003 
0.8152 
0.8162 
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Chrom Perfect Calibration File 

File Name: 
Version: 

C:\Memods\BloodAlcohol4.cal 
1101 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

5000 
0 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

All levels are normal data points. 

Ethanol 

0.00 0.05 0.10 0.15 0.20 0.25 0.30 0.35 0.40 

Amount Ratio 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.50072 X + 0 

Linear fit with equal weighting, forced to origin 
Coefficient of determination: 
Average error: 

1.944 minutes 
0.2 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

Average CF: 
RSD: 

0.9999648 
0.976% 
1.980152 
55.924% 

Level 
1 
2 
3 
4 
5 

Amount 
0 

0.03 
0.0856 
0.1912 
0.401 

Response 
(0) 

140149.5 
409481.6 

938221 
1957788 

Cal Factor 

4671650 
4783664 
4907014 
4882265 

Error, % 
0.000 

-2.607 
-1.874 
0.385 
0.012 

Amount Ratio Response Ratio Source 
0 0 Manual 

0.03 7.306569E-02 c:\AlcoholData\Alc081407\Alc081407.0003.BND 
0.0856 0.2100501 c:\AlcoholData\Alc081407\Alc081407.0004.BND 
0.1912 0.4799792 o:\AlcoholData\Alc081407\Atc081407.0005.BND 
0.401 1.002913 c:\AlcoholData\Alc081407\Alc081407.0006.BND 

Date and time 
4/11/2005 10:03:40 AM 
8/14/2007 10:30:12 AM 
8/14/2007 10:45:15 AM 
8/14/2007 11:00:13 AM 
8/14/2007 11:15:18 AM 
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